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The calibration methods of neutron-measuring devices such as the neutron survey meter
have advantages and disadvantages. To compare the calibration factors obtained by the
shadow cone method and semi-empirical method, 10 neutron survey meters of five
different types were used in this study. This experiment was performed at the Korea
Atomic Energy Research Institute (KAERI; Daejeon, South Korea), and the calibration
neutron fields were constructed using a 252Californium (252Cf) neutron source, which was
positioned in the center of the neutron irradiation room. The neutron spectra of the cali-
bration neutron fields were measured by a europium-activated lithium iodide scintillator in
combination with KAERI's Bonner sphere system. When the shadow cone method was
used, 10 single moderator-based survey meters exhibited a smaller calibration factor by as
much as 3.1e9.3% than that of the semi-empirical method. This finding indicates that
neutron survey meters underestimated the scattered neutrons and attenuated neutrons
(i.e., the total scatter corrections). This underestimation of the calibration factor was
attributed to the fact that single moderator-based survey meters have an under-ambient
dose equivalent response in the thermal or thermal-dominant neutron field. As a result,
when the shadow cone method is used for a single moderator-based survey meter, an
additional correction and the International Organization for Standardization standard
8529-2 for room-scattered neutrons should be considered.
Copyright © 2015, Published by Elsevier Korea LLC on behalf of Korean Nuclear Society.1. Introduction
The calibration factor or dose equivalent response of a
neutron-measuring device (e.g., a neutron survey meter) is a
unique property of the type of device, and may depend on the.I. Kim).
d under the terms of the
ich permits unrestricted
cited.
sevier Korea LLC on behaambient dose equivalent rate, the neutron source spectrum,
or the angle of incidence of the neutrons; however, it should
not be a function of the characteristics of the calibration fa-
cility or the experimental techniques employed. All calibra-
tions should refer to the free field (i.e., with no contributionCreative Commons Attribution Non-Commercial License (http://
non-commercial use, distribution, and reproduction in any me-
lf of Korean Nuclear Society.
Nu c l E n g T e c h n o l 4 7 ( 2 0 1 5 ) 9 3 9e9 4 4940from neutrons scattered by the air and room) and the influ-
ence of scattered neutrons on the reading of the device should
be corrected [1,2]. However, most laboratories engaged in
routine calibration generally perform the calibration mea-
surement in a calibration room, not in a free-field space.
When neutron survey meters are calibrated with a radionu-
clide neutron source in a calibration room, the reading should
be corrected for all extraneous neutron scattering effects
because the neutron survey meter responds to the scatteredFAðlÞ$½MΤðlÞ MSðlÞ ¼ FAðlÞ$MΤðlÞ$

1MSðlÞ
MΤðlÞ

¼ Rf$4; 4 ¼ В$FðqÞ4p l2 (1)neutrons and the direct neutrons from the neutron source.
The neutron survey meter is placed in a neutron calibration
field of a known free-field fluence rate, and the instrument
reading is recorded. The reading should be corrected for all
extraneous neutron scattering effects such as neutron scat-
tering by the air, walls, floor, and ceiling of the calibration
room. In general, the scattering of neutrons may occur by the
following scattering effects: neutrons scattered by the floor
and walls of the laboratory room (i.e., room scatter); neutrons
attenuated by nuclear reactions with the air (i.e., air out-
scatter); neutrons scattered by the air from outside the direct
source-to-detector path (i.e., air inscatter); and neutrons
scattered from support structures.
The International Organization for Standardization (ISO)
recommends three different approaches to quantify the
scattering of neutrons. The three methodsddenoted as the
“shadow cone method,” the “generalized fit method,” and the
“semi-empirical method”dusually involve an initial set of
careful measurements as a function of the distance between
the neutron source and the detector. However, these mea-
surements need not be repeated each time an identical device
is calibrated [3,4]. In general, the calibration factors obtained
from different methods have similar values. However, we
found that the calibration factors obtained by the two
methods have different values. In this study, the calibration
factors of several neutron surveymeters were obtained by the
shadow cone method and semi-empirical method.Fig. 1 e The schematic diagram illustrates the arrangement of n
device (3). The shadow cone consists of two parts: a front end, w
(Fe), and a rear section, which is 30 cm long and composed of b
from the center of the 252Californium (252Cf) neutron source.2. Neutron scatter correction for the
calibration methods for a neutron survey meter
The accuracy of the shadow conemethod depends strongly on
the design of the shadow cone and on its position relative to
the source detector geometry. If MS(l) and MT(l) are the de-
tector readings measured with a shadow cone (which is
placed between the source and the detector) and without a
shadow cone, then Eq. (1) holds [3,4]:in which l is the distance from the center of the source [a
252Californium (252Cf) source was used in this study] to the
point of the test, and FA(l) is the measured reading corrected
for all extraneous effects and appropriate air attenuation (i.e.,
air outscatter) factor [5,6]. The variable Rf is the free-field
fluence response and 4 is the free-field fluence rate. The
value B is the neutron source strength (i.e., the total neutron-
emission rate into 4p sr) and F(q) is the anisotropy function of
the radionuclide neutron source [4,7]. The variableMT(l) is the
survey meter's reading resulting from the total radiation field
(i.e., the source neutrons plus the scattered neutrons) and
MS(l) is the scattered neutrons. Hence, the value ofMT(l)eMS(l)
is the source neutrons. A schematic diagram illustrating the
arrangement and structure of the shadow cone used in the
present study is shown in Fig. 1. It consists of two parts: the
front end, which is 20 cm long and composed entirely of
stainless steel, and the rear section, which is 30 cm long and
composed of borated polyethylene. In the present study, all
neutron survey meters were positioned 100 cm from the
center of the neutron source.
The semi-empirical method is based on the assumption
that a fraction of the instrument's reading resulting from
scattered neutrons can be deduced from a deviation of the
reading from the inverse-square law [1,2,7]. The various con-
tributions are characterized by a component that is indepen-
dent of l because of room-return neutrons and by a
component that decreases linearly with the separationeutron source (1), shadow cone (2), and neutron-measuring
hich is 20 cm long and composed entirely of stainless steel
orated polyethylene (CH2 þ B). The shadow is placed 5 cm
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Fig. 2 e The measured data (i.e., the count rate vs. the
diameter of the Bonner spheres) using the Korea Atomic
Energy Research Institute's Bonner sphere system. These
data were measured with and without the shadow cone at
100 cm from the 252Californium (252Cf) neutron source.
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MT(l), a function of distance due to the total radiation field (i.e.,
source neutrons plus scattered neutrons), is related to the
fluence response Rf as expressed in Eq. (2):
MΤðlÞ
4$F1ðlÞ$FAðlÞ ¼ Rf$

1þ Sl2; 4 ¼ В$FðqÞ
4p l2
(2)
in which the room scatter correction is given by (1 þ Sl2) and
quantity S is the fractional room scatter contribution at the
unit calibration distance. The total air-scatter correction fac-
tor [FA(l)] is given by (1 þ Al), and the value of A is recom-
mended by ISO standard 8529-2 [4]. The variable F1(l) is the
geometry correction factor and this contribution is negligible
(z1). A plot of the left side of Eq. (2) versus l2 should yield a
straight line. From a weighted linear least-squares fit to the
data, the intercept will be the fluence response (Rf), and the
slope of the line will give the fractional room-scattered
component, S. Once the value of S has been determined for
a particular device, the calibration of similar devices may be
performed by determiningMT(l) at one or a few distances (l) to
determine the fluence response (Rf). If the fluence response
(Rf) in Eqs. (1) and (2) is known, then Eq. (3) can then be used to
obtain the dose equivalent response (RH) and its reciprocal, the
calibration factor (C.F.).
Rf ¼ MC
4
; RH ¼ Rfhf ; C:F: ¼
1
RH
¼ hf
Rf
¼ hf$4
MC
(3)
In Eq. (3), MC is the measured reading corrected for all
extraneous effects and hf is the fluence-to-dose equivalent
conversion coefficient. By using Eqs. (1e3), the calibration
factors obtained by the shadow cone method and semi-
empirical method can be written as Eqs. (4A) and (4B),
respectively.
C:F: ¼ hf$4
MC
¼ 4$hf
MΤ$FAð1MS=MΤÞ ¼
4$hf
MΤ$FA$FS
(4A)
C:F: ¼ hf$4
MC
¼ 4$hf
MΤ$FAð1þ Sl2Þ ¼
4$hf
MΤ$FA$F0S
(4B)
in which FA and FS are the air attenuation correction factor
and room-scattering correction factor, respectively. In the
present study, the values of MT(l) and MS(l) in Eq. (4A) were
measured 100 cm from the center of the neutron source, and
the fractional room-scattered component, S, in Eq. (4B) was
obtained from a linear fitting (l2 versus MT  l2) of the values
measured at 13 points ranging from 50 cm to 200 cm. The
value of hf is 385 pSv/cm
2 for the 252Cf neutron bare source [4].3. Quantification of the calibration neutron
fields
The calibration neutron fields for the neutron survey meters
were constructed at the Korea Atomic Energy Research Insti-
tute (KAERI; Daejeon, South Korea). The neutron calibration
room of KAERI has the dimensions of 8 m3 (length)  6 m3
(width) 6m3 (height). The 252Cf neutron source (i.e., the point
source) was positioned in the center of the neutron irradiation
room. The neutron spectra of the calibration neutron fields
were measured by a europium-activated lithium iodide[LiI(Eu)] scintillator in combination with KAERI's Bonner
sphere system [8], which consists of six spheres of different
diameters that range 5.08e30.5 cm. The count rate (Fig. 2)
acquired from the Bonner sphere system was inputted into
the “few channel” unfolding program MXD_FC31 (version 3.1;
Physikalisch-Technische Bundesanstalt (PTB), Braunschweig,
Germany; a modification of the computer code MAXED [9,10]),
which uses the maximum entropy method for the deconvo-
lution of the multisphere neutron spectrometer data. The
Monte Carlo codeMCNPX (version 2.5.0) was used to derive the
a priori information for the unfolding process (Los Alamos
National Laboratory, Los Alamos, NM, USA). The neutron flu-
ence and ambient dose equivalent rate spectra of the cali-
bration neutron fields are shown in Figs. 3A and 3B,
respectively. The spectral characteristics (i.e., the neutron
fluence and the percentage of the total neutron fluence rate)
and the dosimetric characteristics (i.e., the ambient dose
equivalent rates and the percentage of the total ambient dose
equivalent rate) of the two calibration neutron fields (i.e., with
and without the shadow cone) obtained by an unfolding pro-
cess for neutron energy ranges of < 1 eV, 1 eVe100 keV, and >
10 MeV are summarized in Tables 1 and 2, respectively. The
dosimetric values of the two spectra were obtained using the
fluence-to-ambient dose equivalent conversion coefficients
[h*(10)] of International Commission on Radiation Units and
Measurements (ICRU) Report 57 (ICRU-57) [11].4. Calibration of several neutron survey
meters
Ten neutron survey meters were used for a comparison of the
calibration factors (i.e., the reference ambient dose equivalent
rate/survey meter reading) obtained by the shadow cone
method and semi-empirical method. The 10 neutron survey
meters evaluated were (1) two LB6411 meters (Berthold
Technologies, GmbH and Co. KG, Bad Wildbad, Germany); (2)
Fig. 3 e The spectra of the calibration neutron fields. (A)
The unfolded neutron fluence spectra and (B) the
corresponding ambient dose equivalent rate spectra of the
with and without the shadow cone neutron fields, as
determined by the Korea Atomic Energy Research
Institute's Bonner sphere system. The distance between
the reference position and the center of the 252Californium
(252Cf) neutron source is 100 cm.
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MA, USA); (3) two FHT752 meters (Thermo Scientific, Wal-
tham,MA, USA); (4) two Victoreen-190Nmeters (V-190N; Fluke
Corporation, Everett, WA, USA); and (5) two Ludlum-12-4
meters (L-12-4; Ludlum Measurements, Inc., Sweetwater, TX,
USA). The neutron survey meters use different detectors andTable 1 e Spectral characteristics (e.g., percentage of the total
neutron energy ranges of the calibration neutron fields, as me
Neutron field Neutron fluence (% to
<1 eV 1 eVe1
Without SC 1.28  106/cm2 (11.1%) 6.61  107/
With SC 1.26  106/cm2 (49.3%) 5.15  107/
Eave, fluence average energy; KAERI, Korea Atomic Energy Research Institdiffer in construction with respect to shape, size, and
moderator material around the detector. The LB6411, WENDI-
2, and L-12-4 meters are single moderator-based survey me-
ters and utilize a 3helium (3He) gas counter tube as the de-
tector. The FHT752 and V-190N meters are also single
moderator-based survey meters, but utilize a boron tri-
fluoride (BF3) counter as the detector. The LB6411 and L-12-4
meters have a spherical shape and the FHT762, FHT752, and
V-190N meters have a cylindrical shape. To find a suitable
calibration point, the calibration factors of several survey
meters were measured at different points (100 cm, 125 cm,
150 cm, 175 cm, and 200 cm), and the calibration distance (i.e.,
reference point) was finally determined as the 100-cm dis-
tance. The calibration factors of 10 survey meters obtained at
100 cm by two methods are summarized in Table 3.5. Results of the measurements and
calculations
The spectral characteristics (percentage of the total neutron
fluence rate, fluence average energy, and dose equivalent
average energy) and ambient dose equivalent rates (percent-
age of the total ambient dose equivalent rate) of the calibra-
tion neutron fields in the different neutron energy ranges of <
1 eV, 1 eVe100 keV, and > 100 keV are summarized in Figs. 3A
and 3B, respectively. As shown in Table 1 and Fig. 3A in the
without shadow cone (SC) neutron field, the neutron fluences
for > 100 keV and for < 1 eV were 9.65  106/cm2 and
1.28  106/cm2, respectively, and in the without SC neutron
field were 7.80  107/cm2 and 1.26  106/cm2, respectively.
The values of the neutron fluence for < 1 eV were nearly the
same at 1.28  106/cm2 and 1.26  106/cm2, respectively,
which indicates that low energy neutrons (< 1 eV) that are
scattered by the walls, ground, and air were accurately eval-
uated using the SC. Table 2 exhibits the ambient dose equiv-
alent rates [H*(10)/hr] obtained using the conversion
coefficients [h*(10)] of ICRU-57 [11] and the data of Table 1. As
shown in Table 2 and Fig. 3B in the without SC and with SC
neutron fields, the percentages of the total ambient dose
equivalent rate [H*(10)/hr] for >100 keV were 99.2% and 92.2%
(i.e., 264 mSv/hr and 19.4 mSv/hr), respectively. This indicates
that fast neutrons (> 100 keV) predominantly contributed to
the total ambient dose equivalent rate. According to the ISO
recommendations [4], the SC effectively prevents most neu-
trons that are produced in the forward hemisphere and
centered around the neutron detector axis from scattering
into the neutron detector, and should have a negligible
transmission of the direct neutrons. However, as Table 1 andfluence rate and the fluence average energy) in different
asured using the KAERI's Bonner sphere system.
the total fluence rate) Eave (MeV)
00 keV >100 keV
cm2 (5.70%) 9.65  106/cm2 (83.2%) 1.69
cm2 (20.2%) 7.80  107/cm2 (30.5%) 0.35
ute; SC, shadow cone.
Table 2 e The dosimetric quantities (i.e., ambient dose equivalent rate and ambient dose equivalent average energy) in
different neutron energy ranges of the calibration neutron fields, as measured using KAERI's Bonner sphere system.
Neutron field Ambient dose equivalent rate (% to the total ambient dose equivalent rate) EADE
(MeV)
H*(10)/hra
(mSv/hr)<1 eV 1 eVe100 keV >100 keV
Without SC, mSv/hr (%) 1.06 (0.40) 1.07 (0.40) 264 (99.2) 2.13 267
With SC, mSv/hr (%) 1.04 (4.94) 6.04 (2.87) 19.4 (92.2) 1.20 21.1
EADE, ambient dose equivalent average energy; SC, shadow cone.
a The total ambient dose equivalent rate [H*(10)/hr].
Table 3 e The calibration factors (i.e., reference ambient dose equivalent rate/survey meter reading) of the neutron survey
meters determined by the shadow cone and semi-empirical methods at the reference point (i.e., 100 cm from the source).
Survey metera Calibration factor Deviation, jAeBj/B (%)
Shadow cone method (A) Semi-empirical method (B)
LB6411-a 1.18 1.25 5.6
LB6411-b 0.90 0.96 6.3
FHT762-a 0.95 0.99 4.0
FHT762-b 0.95 0.98 3.1
FHT752-a 0.94 0.99 5.1
FHT752-b 0.84 0.90 6.7
V-190N-a 1.00 1.06 5.7
V-190N-b 0.91 0.96 5.2
L-12-4-a 0.86 0.91 5.5
L-12-4-b 0.98 1.08 9.3
a The FHT762 meter is by Thermo Scientific, Waltham, MA, USA; the L-12-4 meter is by Ludlum Measurements, Sweetwater, TX, USA; the
LB6411 meter is by Berthold Technologies, GmbH & Co. KG, Bad Wildbad, Germany; and the V-190N meter is by Fluke Corporation, Everett,
WA, USA.
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SC was used. These fast neutrons may be unmoderated neu-
trons transmitted through the SC. This suggests that the SC
did not fully shadow the fast neutrons from the neutron
source.
In the present study, 10 single-moderator-based survey
meters of five types exhibited a smaller calibration factor by as
much as 3.1e9.3%, compared to the semi-empirical method,
as shown in Table 3. This suggests that neutron surveymeters
underestimated the scattered neutrons and attenuated neu-
trons (i.e., total scatter corrections) when using the SC
method. The reason for this underestimation of the scattered
neutrons can be elucidated with reference to Kim et al [12]
who found that most single moderator-based survey meters
have an under-ambient dose equivalent response ranging
~2e31% in a thermal or thermal-dominant neutron field.6. Conclusions
According to ISO 8529-2 [4], whichever method is used, it
should be checked against one of the other calibration
methods, and the different methods may give calibration
factors that differ by as much as 3e4%. The semi-empirical
method has the advantage of a relatively exact correction for
room-scattered neutrons, but it has the limitation of the room
shape (i.e., cubical or nearly cubical). The SC method has the
advantages of the ability to directly measure the scattered
neutrons and no limitations due to the room shape. However,
a disadvantage is the low ambient dose response to thescattered neutrons, which is attributable to the fact that a
commercial single moderator-based neutron survey has an
under-response to the room-scattered neutrons (i.e., thermal
neutrons). In the present study, most calibration factors of
neutron survey meters obtained using the SC method were
small (3.1e9.3%), compared to the semi-empirical method. As
a result, when the SC method is used for a single moderator-
based survey meter, additional scatter correction for the
room-scattered neutrons should be sufficiently considered.Conflicts of interest
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